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Mechanical heart valve cavitation occurs 
during  valve closure when the local pressure drops 
below vapor pressure, forming vaporous bubbles. 
When these bubbles collapse, the released energy 
may damage blood cells, leading to hemolysis and 
thrombosis, and the structural integrity of the valve. 
The relation between the mechanism of cavitation 
formation and the flow field are still being 
established. Theoretical explanations include: 1) the 
water hammer effect during valve closure; 2) the 
Venturi effect due to regurgitant jet flow; 3) the 
squeeze flow effect when two solid boundaries, 
namely the valve leaflet and housing ring, approach 
each other; and 4) vortex formation when the leaflets 
rebound. The geometrical structure of the 
mechanical valve creates complicated fluid-structure 
interactions during the dynamics of closing behavior. 
In order to study the mechanism of cavitation, in this 
study we measured in vitro the regurgitant flow field 
and transient negative pressure of the commonly 
used St. Jude bileaflet artificial aortic valve in a 
mock circulation loop under physiologic pulsatile 
flow conditions. 
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器作量測(Chandran et al., 1994; Shu et al., 1994; 






生穴蝕後產生的汽泡。Kini et al.( 2000)利用 PIV




壓力低於蒸汽壓的主要因素。Manning et al. (2003)











































5L/min、6 L/ min、7 .5L/ min、8.4L/ min。 
關閉瞬間壓力的量測使用兩支高頻率PCB壓
力計，一支位於僧帽瓣的上游端，緊鄰心瓣的環







質點影像流速儀(digital particle image velocimetry, 
DPIV)，量測斷面如圖 3 所示。單點流場的量測則
使用美國 TSI 之二維雙光色四光束光纖雷射都卜
勒流速儀（fiber-optic laser Doppler velocimeter, 
LDV），以心瓣葉片快要關閉時中央的微小縫隙點
作為原點，也就是 gap point 為原點，且距離心瓣
環2mm避免雷射光的路徑被擋到，然後在Z軸（上
下方向）移動佈點，相鄰兩點的間距為 0.5mm，
於 gap 點上方與下方各佈 5 個點，因此一個斷面











而增加，由 708mmHg/s 到 1020mmHg/s，均在生
理的範圍內（表 1）。而由此心室負載所造成心
瓣關閉的速度如表 2 所示，心瓣關閉的平均速度









的心跳下之代表圖如圖 6 所示。每種心跳數 200
個週期之統計結果列於表 3 及表 4 中。由圖 6 及


























circulation 之大小，如圖 9 所示。 
由圖可以看出，gap 點的上方，即+0.5mm 到













壓力降低至發生穴蝕之閥值。根據 C. Bachmann et 
al.於 2002 年的研究指出，利用數位質點影像流速
儀(DPIV)量測 Bjork-Shiley 單葉片心瓣的結果，其
計算得到的 circulation 為 0.042m2/s，與本研究結
果所得到的 0.025~0.03 m2/s 不盡相同，這是由於
實驗時所採用的心瓣與量測儀器皆不相同，因此
其計算出來的結果會有差異。Keefe B. Manning et 
al.於 2005 年，利用 LDV 量測單一脈動系統中之
Bjork-Shiley 單葉片心瓣，由其量測結果代入本研
究使用之公式中，推估其 gap 點之渦漩直徑約為
14.5mm，circulation 約為 0.045 m2/s，壓降約為
8.17mmHg，與本研究之結果類似。 
除此之外 C. Bachmann et al.還指出，渦漩半
徑的大小將影響其中心壓力降低的程度，當半徑
為 1mm 時渦漩中心壓力降低 96mmHg，半徑
0.75mm 時降低 176mmHg，半徑 0.5mm 時降低
384mmHg，半徑 0.25mm 時降低 1520mmHg；然
而本研究的實驗結果卻發現，於 circulation 最大











速度相關性良好，SJM 機械心瓣於 90bpm 平均負
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70 708 ± 16 754 
90 831 ± 16 868 
120 924 ± 23 986 
140 1020 ± 44 1164 
 




70 1.39±0.18 1.85 
90 1.66±0.20 2.55 
120 1.89±0.27 2.79 
140 2.10±0.46 2.97 
 




70 151.99±22.84 227.42 
90 217.97±36.52 299.53 
120 279.99±64.64 443.75 
140 298.72±71.22 526.95 
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70 -523.12±194.07 -961.74 
90 -817.05±261.06 -1260.82 
120 -973.47±366.10 -1747.55 
140 -986.21±344.78 -1858.97 
 
表 5、St. Jude Medical 機械心瓣葉片邊緣測量斷
面中流體速度最大值 
頻率(bpm) 平均速度(m/s) 最大速度(m/s)
70 0.84±0.07 1 
90 1.01±0.09 1.25 
120 1.01±0.13 1.38 
140 1.17±0.15 1.49 
 
表 6、St. Jude Medical 機械心瓣葉片中心測量流體
速度最大值 
頻率(bpm) 平均速度(m/s) 最大速度(m/s)
70 1.08±0.13 1.44 
90 1.18±0.19 1.51 
120 1.56±0.37 2.7 







圖 2 PCB 量測位置示意圖 
 
 
圖 3 DPIV 量測光面沿著葉片中心(Z=0)上部葉緣
與環座交接處之 XY 平面上 
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圖 10 St. Jude Medical 於 gap 點之 LDV 量測
circulation 統計代表圖 
 
 
